The Diamond Beamline I13L is dedicated to imaging on the micro-and nano-lengthsale, operating in the energy range between 6 and 30 keV. For this purpose two independently operating branchlines and endstations have been built. The imaging branch is fully operational for micro-tomography and in-line phase contrast imaging with micrometre resolution. Grating interferometry is currently implemented, adding the capability of measuring phase and small-angle information. For tomography with increased resolution a full-field microscope providing 50 nm spatial resolution with a field of view of 100 µm is being tested. The instrument provides a large working distance between optics and sample to adapt a wide range of customised sample environments. On the coherence branch coherent diffraction imaging techniques such as ptychography, coherent X-ray diffraction (CXRD) are currently developed for three dimensional imaging with the highest resolution.
INTRODUCTION
The unique properties of synchrotron radiation enable new science exploring advanced X-ray imaging methods. The partial coherence of the radiation enables in-line phase contrast imaging, suitable for weakly absorbing structures and many applications for bio-medical research. The high photon flux is used for rapid imaging and the energy tunability can provide chemical information. Imaging with highest spatial resolution is accessible by advanced methods relying on highly performing X-ray optics.
The Diamond beamline I13L is operational since 2011 and provides micro-and nano-imaging and tomography [1] . Dedicated sample environments are developed in junction with collaborators, providing a large variety of scientific applications. Some methods such as micro-tomography operate in standard user operation mode, while some other instrumentation is currently under development.
THE BEAMLINE
The source of the beamline is located in one of the long straight sections of the Diamond electron storage ring. This long straight section has been divided into two shorter parts, reducing the vertical electron size in each sub-section and thus allowing smaller insertion device gaps. In combination with a modified magnetic layout of the undulator, the brilliance for each source is increased by one order of magnitude compared to the original layout. This electron-optical layout of the storage ring is called 'mini-beta', referring to the reduced vertical electron size. In each sub-section of this modified / straight section an undulator is placed. They can be operated individually and are canted to each other. More details about the optical layout can be found elsewhere [1, 2] . More than 200 m from the source two experimental stations are operating independently. Together they cover several orders of magnitude in terms of spatial resolution, starting at the micro -lengthscale and finally aiming for sub-ten nanometer resolution.
The imaging branchline is mainly dedicated to real-space imaging techniques. Because of the close collaboration with Manchester University and their dedicated financial engagement and commitment for staffing, this branch is also called the 'Diamond Manchester imaging branchline'. The collaboration develops unique sample environments and experimental rigs, in sight to make them available for the user community. Most scientists from the Manchester collaboration and other Universities make use of in-line phase contrast imaging as a versatile tool for their studies. The resolution is in the micron range. A second instrument, full-field transmission microscope is currently developed, providing about 50-100 nm over a large field of view.
The coherence branchline applies imaging techniques in reciprocal space with currently 30 nm spatial resolution and better in the near future. The main techniques used are ptychography and Bragg-coherent diffraction imaging. The in-line phase contrast setup consists of a sample stage and a detector section. The distance between both can be increased up to two meters to vary the contrast. The sample is aligned in the beam with a stack of height and tilt stages [3] . For tomography the air bearing stage has a horizontal run-out of less than 50 nm, a wobble of 0.1° (PI Micos UPR270) and is used for micro-and nano-tomography. The individual samples are aligned to the rotation center with stick-slip nano-positioning actuators (SmarAct). The minimal translation increment of the stage is 4 nm and the repeatability is about 30 nm. [4] . One detector system is equipped with a PCO4000 CCD detector for longer exposure times and a large field of view and a PCOedge CMoS detector. The PCOedge CMoS detector is most frequently used and it can record up to 100 images per second. Typical tomogram recording times are ranging from seconds to a few minutes. A third detector system based on the PCODimax is dedicated to rapid imaging with a rate of more than 1200 frames per second in full-frame mode and 40 ms minimal exposure time. The updated list for available detectors and detector system optics are listed on the I13 webpage [4] . Recent efforts in the development of the beamline have been focused on improving usability and reliability, especially for data recording.
Grating interferometry and speckle imaging
In-line phase contrast explores the coherence of X-ray for enhancing the structure of weakly absorbing materials. More information, such as the phase shift induced by material or its small-angle properties can be studied with grating interferometry and speckle imaging, which is currently tested at I13L [5, 6] . The refractive index of the material can be measured. Even more interesting is the fact that in the operational energy range of the beamline the phase signal is two orders more sensitive than the one relating to absorption. This is very helpful for segmenting samples or measuring small variations -for example for bone density-with high precision. An example for enhanced data segmentation can be found in [5] , more information is provided by the article of S. Marathe in the present proceedings. The small angle signal enables distinguishing matter on the nano-scale, hierarchical structures or eventually the formation of separated phases in a homogenous environment. The applications range from bio-medical examples (bone-cartilage), energy materials to materials science.
Full-field microscope (TXM)
Details of the pilot instrument TXM are described elsewhere [7] (see figure 2), the essential characteristics are summarized in this section. For the optical layout of the instrument the working distance between sample and objective lens is larger than 50 mm to allow for space of dedicated sample environments. A field of view close to 100 µm provides ease for sample preparation and corresponds to the microscope's depth of focus. Tomography is applicable over the entire field of view for the sample. The large field of view is enabled by a specific microscope condenser optic, called 'beam shaper'. This device consists of an array of diffractive optics, each segment focuses on the sample plane. [7] .
The instrument provides imaging in Zernike phase contrast mode. The early version of the instrument operated with monochromatic beam of a Si (111) monochromator and the PCO4000 detector system of the micro-tomography setup. Two sets of X-ray optics for 8.3 and 11.5 keV (collaboration C. David, PSI) are currently used. Most recently more broadband radiation from a multilayer monochromator (MLM) has been successfully tested and a more efficient, medium-resolution detector is used. Three different multilayer systems (Mo-B 4 C; Ru-B 4 C; V-B 4 C) of the monochromator cover the energy range of the beamline with energy bandwidth ΔE/E of 10 -3 to 10 -2 . The flux is increased by about a factor of 20 compared to monochromatic beam. The Hamamatsu C12849-101U X-ray sCMOS detector has a 2048x2048 array with 6.5 micron pixel size and a 10 µm thick Gadox scintillator. With the current version of the instrument typical exposure times are in the range of some hundred millisecond and full tomograms can be recorded within minutes.
The coherence branchline
The spatial resolution for imaging in direct space is either limited by the detector resolution (for in-line phase contrast) or the X-ray optics used (the outermost zone width of the zone plates of the transmission microscope). Techniques such as ptychography and Bragg-CDI operating in the far-field/reciprocal space overcome these limitations. Currently ptychography and Bragg-CDI are developed at the coherence branchline for user operation. The basic instrumentation is similar to the imaging branch in terms of sample and detector stages currently used [8, 9] . For both experimentsPtychography and Bragg-CDI-different optics such as Fresnel-Zone plates (FZP) and Kirkpatrik-Baez (KB) mirrors are available for focusing the beam to spot sizes between 50 nm to 10 µm. The distance between sample and detector can be large: in the case of ptychography up to 18m and for Bragg-CDI up to 8 m (with some limitations in the angular range for the latter). The variability in terms of spot size and detector-sample distance provides a zooming capability for the branchline, which is a unique feature for this type of techniques. The detectors for the branchline are based on the single photon counting MediPixIII chip and a pixel size of 55 µm. The EXCALIBUR detector has been developed in junction with STFC [10, 11] , measures a 2k x1.5k pixel array, which can be read out with 100 Hz in continuous mode and 1 kHz in burst mode. The detector is either held on a translation stage or for Bragg-CDI on a robot arm (see figure 3) . The latter provides the necessary stability and drifts of few microns over the time scale of hours [8] . Today, ptychography can be performed with a rate faster than 10 Hz and a resolution better than 30 nm, using specific scanning software originally developed for serial crystallography [12] . In the near future stages for the sample will be upgraded with piezo stages (ptychography), for Bragg-CDI the angular range will be increased. The ptychography and Bragg-CDI measurements can also be complemented with fluorescence information. Currently a single element Vortex X-ray Detector with XMap readout is used. The maximum detectable energy is 20 keV. 
SAMPLE ENVIRONMENTS AND SCIENCE
Most interesting are the developments of scientific applications with dedicated sample environments. Some examples are listed in the following.
Nuclear graphite
Graphite is a moderator material for neutrons in nuclear reactors. Its long term stability is highly relevant for the industrial use in fission power stations. The micro-structure is studied under different conditions, such as heat and mechanical load. The rig and the sample environment used for the measurements are shown in figure 4. Pressure and torsion can be applied with an Open-Frame Rig (Deben; see figure 4 left). Two rotation stages, placed above and below the sample, (see figure 4, left blue part) can be operated indepently and the distance between both can be changed. Two infrared lamps focus from opposite directions onto the sample (figure 4 centre and right). Two encapsuled glass cylinder enclose and secure the radioactive material. Left: torsion rig with two independent rotation stages above and below the sample Centre and right: double glass enclosure for sample and surrounding heating units
First results of this study are shown in figure 5 [13] . The experiment was carried out with polychromatic 'pink-beam', taking 2001 projections with 75ms exposure time. Using an effective pixel size of 2.6µm on the detector, the resolution is estimated to be around 6µm. The measurements compare the micro-structure of unirradiated and irradiated graphite, both samples heated up to 300° C and exposed to a load of 450 N. The significant structural difference between the two types of samples is obvious as shown in the reconstructed sections. Radiation and radiolytic oxidation cause a significant increase of the material's porosity and simultaneous compression of filler particles (see circle in figure 5 ). The results serve for theoretical models for predicting the change of the thermal expansion coefficient -and therefore the expansion behavior -for graphite rods during their lifetime. 
Ice cream, CO 2 storage and Batteries
Some more examples for experiments with dedicated sample environment are listed in the following and details are provided in the corresponding publications. One original experiment is about ice cream. The taste of ice cream is significantly influenced by the microstructure of its components. A specific box has been designed for the experiment with the capabilities to go through several melting-freezing cycles to induce the typical changes which may occur [see figure 6 left) [14] . The results show the coarsening of both the air cells and ice crystals in ice cream, which finally result in a change in taste. The first fast scans (some seconds per tomogram) at the beamline were carried out on the study of CO 2 storage in brine and sandstone. For this experiment a dedicated system has been designed, consisting of a pumping system putting up a pressure of up to 100 bars and the container with the sandstone-brine-CO 2 mix (setup and 'pink' beam see figure 6 , right) [15] [16] [17] . With the setup it has been possible to learn about the connectivity between the different components, which is essential to understand the mechanism of storing CO 2 . Battery materials require special enclosures for protecting the often very reactive composites such lithium from the outer atmosphere. The material has to be at the same time sufficiently transparent for X-rays. Initially kapton cells were used and are now replaced by more advanced designs using other cell materials [18, 19] . 
Fukushima fallout particles
The Fukushima reactor accident in 2011 produced nuclear fallout. The particles found in the following provide valuable information for possible accident scenarios. The collected samples were sealed in double walled kapton containers (see figure 7 , left) for the experiments on the I13 coherence branchline. The ptychography and fluorescence measurements permit to learn about the morphology and the chemical composition of the sample. While the ptychography data provides a 2D resolution of about 30 nm, the spectroscopic data are in the micron range. Ideally, the ptychographic data may help improving the resolution of the spectroscopic information. 
Sample environments and Manchester collaboration
For the future it is planned to provide a choice of different sample environments for user operation, to be booked online or requested jointlyin with the beamtime application. Many of these sample environments are purchased by the renewed Manchester collaboration. This collaboration ensured the completion and the proper staffing of the imaging branchline in the past and continues supporting the scientific program at I13L now.
I13-DATA BRANCHLINE
The beamline supports the data analyses and the follow-up of experiments via a structure similar to the operation of the I13 branchlines. The data branchline is embedded within the Diamond User Administration System (UAS). Data analyses sessions can be scheduled similar to real experiments. The costs for users are covered, the schedule for the data analyses facility is ensured and the users are prioritized for the computer cluster usage (the schedule is preferentially during machine shutdown). A staff-supported office with several high performance visualization machines (details described in [20] ) can host two independent science teams.
The activity ensures the follow up of data processing to publication level, helps user groups with limited experience in imaging and limited equipment available at their home institute and enhances the exchange of information between the beamline team, users and eventually other science teams present at the beamline. As the data can be processed more rapidly via the data branchline, this also reduces the load on the storage system for the raw imaging data..
SUMMARY
Micro-and nano-tomography is provided the Diamond Beamline I13L on two independently operating branchlines. The Diamond Manchester imaging branchline covers micron and submicron resolution with in-line phase contrast imaging, grating interferometry and full-field transmission microscopy. The coherence branch offers unique zooming capabilities for ptychography and Bragg-CDI with variable beamsize and sample-detector distance. The beamline currently enhances its capabilities for the most advanced techniques and incorporates dedicated sample environments, which will be available for a large user community. The beamline's scientific program aims for multi-scale and in-operando research with applications in diverse areas such as biology, materials science, geology, energy materials and climato-paleantology.
